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MEASURING NOISE LEVELS 
ON 

FREQUENCY-MODULATED TRANSMITTERS 

•THE ‘^Standards of Good Engineering 
Practice Concerning F-M l^roadca^st Sta¬ 
tions*^ impose certain minimum noise-level 
recjuirements on freriuency-modulated 
transmitters. Both f-m and a-m noise levels 
must be held Ik?1ow specified limits. More¬ 
over, it is now reiiuirwl that these tests l>e 
ma<Je on an annual basis, at least once dur¬ 
ing the four months* peri(Ml preceding the station license renewal. 

In the past, the evaluation of noise level might be limited to a single 
set of measurements made when the transmitter wtis first installed and 
Ulcerated. The practicability of repeat measurements was largely a 
matter of balancing the cost of a distortion and noise meter against the 
desire for superior quality. New FCC reciuirements, however, make it 
desirable to have the necessjiry measuring equipment available in the 
station for the routine inspection of the transmitter characteristics. 
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F-M NOISE LEVEL 

Measurements of the f-m noise level arc usually made by applying 
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Figure 1. View of the 
Type 1932-Pl A-M 
Detector Unit plugged 
into the panel jocks 
of o Type 1932-A 
Distortion and Noise 
Meter. Below the Dis¬ 
tortion and Noise Me¬ 
ter is a Type 1301-A 
Low-Distortion Oscil¬ 
lator. 
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Rgure 2. Effect of the de-emphatis choroctent* 
He on noite and distortion measurements with 
constant modulation percentage. 


the* audio output rlerived from an F-M 
motluhitioii monitor to a conventional 
ilistortion and noise meter. The Typks 
1170-A F-M Monitor* and Type 19IV2-A 
Distortion and Noise Meter* hav<» IxH'n 
previously di‘scTil>ed for thi.s pur]>ose. 

The F-M Monitor provides a very 
linear f-m dolcjctor and de-emphusized 
audio output circuit. The Distortion and 
Noise Meter is an audio-fre(iuency de¬ 
vice exclusively and measures the distftr- 
lion and noise characteristics of an audio 
sijj;nal. Measurements are made at a 
reference of 400 cycl(*s. 100 per cent 
incKlulation. 

It is important to recopiize that the 
reference fnH|uency nuLst also he Riven, 
hecause of the de-emphasis circuit within 
the measuring equipment, which ^^sult8 
in a decrease in audio output at high 
modulation frwiuencies for a constant 
fiercentage of nuxlulation. The over-all 
iransmis.sion .system from microphone 
to receiver output is flat, because of the 
<•an^•eling etTects of pre-emiduisis in the 
transmitter and fle-(»mphasis within the 
receiver. However, when the transmitter 
t)ercentage nunlulation is held constant. 

•C A. Cady. "Type ll70-.\ F-M Moaitor for Broadoaat 
and Trieviaion Ser^ioe#.*' Expertmtnter, XXII. 5. tklober. 
1947. 

* Frank I). I euU. “Uiatorlion Meisurement in ilie Brnnd* 
raatinc .Station.'* Experimmtrr, XXIV, 1. Juno. IU49 


rather than its audio input level, the de¬ 
emphasis results in Ie.ss audio output at 
the higher audio frcM|uencie.s. 

As an example, consider a typical case 
in which the power line hum components 
are the major source of noi.se. If tlu' 
reference frequency is 4(K) cycles, the 
results might he, say, “hO dh. Should 
the measurement he referral to 15,000 
cycles, the same conditions would give 
an indication of only “43 dh, as sliown 
in Figure 2. 

It is also interesting to note that this 
same effect will inlluence tlie results ob¬ 
tained in distortion measurements. Take 
for example, the ca.H<» of a 00 dh noise 
level below the stated reference of 400 
cycles, 100% modulation. Ahkst distor¬ 
tion anil noise meters currently used 
operate upon tlie principle of removing 
the fundamental audio component only 
and indicating the remaining compo¬ 
nents above and 1m4ow the fundamental. ^ 
as distortion. Thus the tiO dh noise level 
at 4(K) cycles wouhl priHluce an effective 
minimum distortion reading of 0.1% on 
the meter, since (>() dh corresponds to a 
voltage ratio of 1:0.(K)1. Likewise, the 
same system noise levi*l would result in 
a minimum distortion reading of 0.7% 
at 15,000 cycles, since 43 dh corre.sponds 
to a voltage ratio of 1 :().(K)7. 

A-M NOISE LEVEL 

The amplitude-modulation noise level 
has largely been the concern of the 
transmitter design c‘ngineer in the ])ast, 
hut it is now nect*ssary for the tran.s- 
mitter operating engini^er to liecome fa¬ 
miliar with its mi'asurement. The de- 
miKlulation system, shown in Figure 3, 
uses a conventional linear rectifier and 
r-f filter as is usual in a-m practice, but 
there are two important differences— ^ 
(I) there is no longer an availal)le refer¬ 
ence modulation to calihnite the system. 
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transmitter carrier frequency and the 
r-f level is adjusted to give the same d-c 
rectified current as before, the noise 
meter will then read the noise level 
directly. The change in rectifier effi¬ 
ciency between the audio test frequency 
and the transmitter carrier fre(iuency is 
compensated for, since the average 
rectifier dc is maintained constant in 
each case. 

An r-f filter, following the detector, 
isolates r-f components from the noise 
meter. The 75 /i-second de-emphasis net¬ 
work is added to give the desire<l re¬ 
sponse characteristics. 

The r-f input circuit can be coupled 
directly into a low impedance transmis¬ 
sion line, thus avoiding the limitations 
of tuned circuits upon the r-f bandwidth 
and the need for adjustments. Most 
transmitter monitoring outputs are ade¬ 
quate to provide 4 to 8 volts for operat¬ 
ing the crystal rectifier. This voltage 


Figure 4. Close-up view 
of the A-M Detector 
Unit. The coaxial con¬ 
nector at the right is 
supplied with the unit; 
the cord, plug and jack 
at the left are not. 


and (2) a 75 ^-second, dc-cmphasis net¬ 
work is specified by the FCC in the 
audio measurement device (to match the 
receiver characteristic). 

Since the noise modulation is inher¬ 
ently a very low modulation percentage, 
certain of the problems associated with 
linear detector design are removed, such 
as ne^^ative peak clipping at high modu¬ 
lation frequencies. We do, however, have 
to provide for an external audio calibrat¬ 
ing voltage which can be established at a 
level equivalent to 100% amplitude 
modulation. This is accomplished by 
using the d-c output of the rectifier as a 
standard of comparison. Connecting an 
external audio signal to the detector and 
establishing an arbitrary reference level 
as noted by the rectified dc, and at the 
same time setting up the noi.se meter to 
read full scale, establishes the first ref¬ 
erence point. Wlien the inserted audio 
signal is removed and replaced by the 
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mngo is a ooinproniisp l)ol\vcen detec¬ 
tor linearity and over-all sensitivity. 

TYPE 1932.P1 A-M DETECTOR UNIT 

T'hc detector unit, arninRtHl in a con¬ 
venient plug-in form, is shown in Figure 
t. It plugs directly into jacks on the 
|)anel of the Type 1932-A Distortion and 
Noise Meter. Direct connwtion to the 
r-f monitoring line is provided by means 
of a coaxial jack on the right side. An 
Hialio input jack and a convenient ampli¬ 
tude control and disconnect switch are 
provided on the left side. The diode- 
current microammeter is mounte<i in an 
easily view'ed pasition at the top of the 
unit, together with a switch for remov¬ 


ing the 75 g-second de-empha.sis net¬ 
work when it is not de,sired. No r-f gain 
control is provided l>ccause it is iu)t 
iHHMJed. It is merely necessiiry to accept 
any reierence r-f signal within the 
operating range of the meter, then to 
establish the audio level e(iual to this 
value by means of the control provided, 
and finally to reinsert the r-f connection 
and measure the noise level directly. 

The plug-in constniction is convenient 
and avoids unnecessary duplication of 
facilities, particularly when the distor¬ 
tion and noise meter is to be used with 
sev^eral transmitters, as in stations o|K*r- 
ating A-M, F-M, and TV transmitters. 

— C. A. Cady 


SPECIFICATIONS 


R-F Input: 

50 — 220 Me. 

4 to 8 volts rcqairwl, from lnw-inipe<lanco 
line. 

'PyiK' 774-Ci Omnertor. 

Audio Input: 
too cycles. 

4 to 8 volts intenwU |K)tcnliomcUT 

is providwl. 

Input iin|>cdunce * 1000 n. 

StancUml single-contact tclc|>lioric-juck con¬ 
nector. 

Typ* _ 

1932-PI I A-M O*l.clor Unit . . 


Audio Output: 

30 — SO.CKK) cycles rb 1 db; or 75 pscc de- 
emphasi.H characteristic. 

1 to 1.5 volts, into 100 kU load. 

Plugs to fit standard W. E. panel jricks, on 
Type 1932-A Distortion and N(»lsc Meter 
are provided. 

Acesssonut: 

1 Type 774-M Cable Jack. 

Mounting: 

lOack wrinkle-finish case. 

Dimontiont: 

5ti X 0 X 2^^ inches, overall. 

Not Woight: 

IH pounds. 

Code Word Price 

! ! ! j AMDET I $55.00 


THE VERSATILE VOLTAGE DIVIDER 

PART III 


EXAMPLES IN GENERAL 
RADIO INSTRUMENTS 

Many specialized voltage dividers 
have been designed and manufactured 
for use in various of our instruments. 

1. CRL Dials for Bridges, etc. One of 
the most widely used items is a Type 
433-LC Voltage Divider (L for log¬ 
arithmic, C for compeasating mechan¬ 
ism) u.sed as a rheostat in several 


jilt(Tiiatiiig-current bridges, including 
Types 625-A, 65()-A, 74()-H, 740-30, 
and 1611-A. The 20-dl) logarithmic fea¬ 
ture is not used as such, since there is no 
extension resistor. The mandrel is usoti 
only to spread the scale at the low end 
in order to make porcentagt? accuracy 
more nearly the same throughout the ^ 
dial. 

The dial.*^ are etched to a curve which 
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r('pn\‘^cnti5 the average of a nun»lx»r of 
voltage dividers in pnKluction. It is a 
fairly simple malt(*r to track the voltage 
ilivider to the scale by using a scr(‘W 
driver on the adjusting screws of the 
co!np<uisating mechanism. A d-c Wheat¬ 
stone bridge is simply set for a resist¬ 
ance value corresponding to the then 
dial setting and the compensating 
mechanism adjusted until the bridge 
balances. 

2. Wien Bridge. Two voltage dividers 
very similar to that described under “T* 
but having a difTercnt resistance value 
and being ganged together back-to-back 
are employed in our Type 1141-A Fre¬ 
quency Meter (Wien-bridge type) for 
continuous frequency adjustment, while 
the bridge capacitors are switched to 
provide decade steps. For various rea¬ 
sons the compensating mechanism is not 
included, and so each instrument is 
hand-calibrated. Techniques have lx;en 
worked out for engraving a complete set 
of marks on the frequency scale distrib¬ 
uted according to a smooth curve but 
starting from a minimum numl)er of 
actually calibrated and markecl points 
on the scales. In this instrument, exten¬ 
sion resistors are employed, the dial 
covers a range a little over ten to one 
and does not go up to infinity, and the 
accuracy of setting is practically uni¬ 
form throughout the dial. 


Figure 12. Panel (left) and interior (right) views of the Type 1141>A Audio Frequency Meter. 




Figure 11. Panel view of the Type 650>A Im* 
pedance Bridge. The logarithmic rheostat con¬ 
trolled by the large dial was shown in Figure 7, 
Port I, of this article. 

3. Twin-T R-C Networks. Our Types 
7G0-A and 762-A Sound and Vibration 
Analyzers use R-C twin-T networks for 
frequency determination. Capacitors are 
shifted for stepping multipliers of three 
and ten, while the continuous adjust¬ 
ment therebetween is afforded by three 
ganged voltage dividers operating as 
rheostats. One of these voltage dividers 
is one-half the resistance of the other 
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Figure 13. Panel view (left) and portion of interior of Type 760>A Sound Analyzer. In the interior 
view at the right, one unit of the four-gong voltage divider can be seen. 


two. ('lose tracking is important if the 
instruments are to function properly. It 
has been found that the desired close¬ 
ness of tracking is not easy to obtain if 
the third or one-half-resistance unit is 
wound using a different size of wire from 
the other two. Experience has shown 
that it coats less in the end to make the 
half-rc^sistance unit by connecting in 
parallel two full-resistance units. Ac¬ 
cordingly, four voltage dividers are 
ganged and driven by a single steel- 
cored phenolic shaft. 

The trapezoidal mandrels have a 
straight taper with a ratio of alx)ut 2]/^ 
l)etween extreme widths. The curve 


shape is, accordingly, a portion of a 
parabola. In manufacturing these four- 
gang voltage dividers, the mandrel 
shapes and thicknesses are closel^’^ con¬ 
trolled, the concentricity and dimensions 
of the bases are assured, the winding is 
carefully controlled, mid each group of 
four associated units is carefully selected 
from among a large production quantity 
for tracking uniformity. 

EXAMPLES OF SPECIAL UNITS 
FOR CUSTOMERS 

With the factors mentioneii earlier 
under the heading of Economics taken 
into account, there have l^n many 


Rgur* 14. Pan«l view (left) of a Western Electric detector used in checking coils. The four-gong 
rheostat controlled by the TUNING dial is shown at the right. 
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s|>ecial voltage dividers inaiiufaetured 
for our customers. A few examples may 
prove interesting: 

1. Twin-T R-C Networks. In the man¬ 
ufacture of coils of many sorts for use 
in the nation-wide telephone system, 
measuring equipment is used for which 
hyper-accurate gaiig(»d rheostats arc 
needed. These are similar to the ones 
just descrilx'd for use in our analyzers, 
but are helii to closer tracking tolerances 
and have some special features de- 
sirefl by the customer, such as pigtails in 
parallel with the sliding center contacts, 
for instance. Pigtails have not been 
necessary on the ganged resistors for our 
analyzers, aiul could not Ixi used any- 
how, since as a convenience feature there 
are no stops provided and the shaft can 
lie rotated continuously. 

2. Vacuum-Tube Checker. The Hickok 
Electrical Instrument Conipaii}' desired 
a precision rlieostat which shouKl have 
a resi.stance-rotation curv^e in which the 
resistance would lx* projK)rtional to the 
five-thirds jK)wer of the rotation. If the 
rheostat were so made, the dial would 
have numl)C‘rs, representing ‘‘C” bias of 
the tul)e, evenly spaced. If the rheostats 
could lx; made accurately like one an¬ 
other, this dial could be clectrochemi- 
cally etched with consequent saving in 
calibration time. 



Figure 15. Mondrel shape used for the "C** 

bias rheostat in the tube checker of Figure 16. 

To meet the fivt*-thirds jtower curve, 
the lengths of the turns of wire on the 
rheostat should vary according to the 
two-thirds power of the rotation. This, 
unfortunately, would mean that the 
width of a mandrel of a finite thickness 
would be negative at zero rotation. Ac¬ 
cordingly, the shajxj had to depart from 
the theoretical for alxjut the first fifth 
of the rotation. This departurc was ac- 
coimted for in the etched .scale, making it 
.somewhat crowdcxl lumr zert). Cuts of 
a modified iiLstrument and of the 
special voltage divider with the shaped 
mandrel are shown. Figure 15 shows the 
actual mandrel sha{x? employed, the 
dotted fine showing wiiat the shape 
w'ould have l)een if nothing governed it 
but the mathematics. 

3. Air-Brake Test Set. The problem 
of braking a modern high-s|XH*d pas- 
.senger train Is not a simple one. It should 
bo possible to apply the brakes to any 
desired degree, having a servo-mechan¬ 
ism to assist in that application, and 
there should be safety featun*s to a.ssure 
that an emergency braking system w’ill 
take over if the servo s>'stem fails. 
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Figure 17. Panel and interiar views of the air-brake test set. The dials control identical rheostats, one 
of which can be seen at the right in the interior view, ganged with another, smaller, rheostat. 


As part of this complete braking s>'r- 
tem, Westingliouse Air Brake Company 
of Wilmertling, Pennsylvania, designed 
a \Vlieatstone-bridge-type device which 
periodically checks to see whether the 
brakes on all of the cars are working. 
This system has bi‘en described in the 
technical literature.* *’ * 

Each car contains a solenoid asso¬ 
ciated with the braking mechanism. In 
a long train these solenoids are connected 
in parallel and form one (the unknown) 
arm of the bridge. The other, or vari¬ 
able, arm is the 8p<»cial rheostat manu¬ 
factured here. Its etched metal scale 

* C M. Hines, “A Unique Applinaiion of the Whestetone 
Bridce to Uicb-Spced Trmm Hnkinft.** A.I.E.K Tech- 
niml Paper 4S-.^3, DefeitilMtr. 1947. 

* Fuller dencription of this type brake in preWous pa{H>r. 
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Figure 18. Mandrel used for the rheostats in 
the air-brake test set. 


Is approximately evenly divided, with 
the divisions numliered to correspond 
to the number of cars in the train. Tht? 
resistance must vary inversely with the 
rotation, then. 

It was soon discovered that the slope 
at the wide end was too large and the 
width at the narrow end too small to lx? 
manufacturable. However, a suitable 
compromise was reached in which the 
rheastat mandrel was cuiwetl for alK)Ut 
80% of the rotation and paralkd-sided 
for the remaining 20%. On this straight 
portion, two difTenmt wire sizes wen^ 
used, giving a dog-leg approximation to 
a mathematical curve. Figure 18 shows 
the shape of the mandrel employed. The 
rheostat is shown in the interior view of 
the circuit-checking equipment. The two 
ilials are associated with two like rheo¬ 
stats, since each equipment actually 
contains two oiK*rating Wheatstone 
bridges as well as a number of relays 
and other circuit elements. 

—P. K. McEufoY 


GENERAL RADIO COMPANY 

275 MASSACHUSETTS AVENUE 

CAMBRIDGE 39 MASSACHUSETTS 

TELEPHONE: TR owbridee 6-4400 

BRANCH ENGINEERING OFFICES 

NEW YORK S, NEW YORK LOS ANGELES 31. CALIFORNIA CHICAGO 5. ILLINOIS 

10 WEST STREET 1000 NORTH SEWARO STREET 020 SOUTH MICHIGAN AVENUE 

TEL.-WOrtii 2-SI37 TEL.-H0 IIy«ii 4 1-1201 TEL.-WAbasb 2-3020 

See Our Display at the 5th Annual Pacific Electronic Exhibit — 

San Francisco, August 30 - September 1, 1949 
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